[Automatic dosage of total urinary proteins with centrifugal analyser].
Automatic assay of urinary total proteins on a centrifugal analyser. The assay of urinary proteins is achieved opacimetrically after precipitation by trichloracetic acid. The addition of tensio-active agents lates the initiation of precipitation, helps the formation of a microprecipitate thus hold in suspension. The technique is linear from 0 to 2,5 g/l and for every albumin/globulins ratio between pure albumin and pure globulin.